Comparison of intraobserver single-task reliabilities of the Interactive Balance System (IBS) and Vertiguard in asymptomatic subjects.
The intraobserver reliabilities of the Interactive Balance System (IBS) and Vertiguard were compared in 30 asymptomatic volunteers. Relative reliability for all IBS single tasks and parameters in the IBS was excellent (intraclass correlation coefficient, ICC ≥0.75). The ICC values ranged from 0.78 to 0.89. The ICC values of the Vertiguard system ranged from 0 to 0.75. The cumulative measure of injury risk of the Vertiguard system was highly reliable.